Introduction
Preterm infants -born before 37 weeks of gestation-exhibit a very unstable breathing, typified by apneas or pauses in ventilation that may be accompanied by bradycardia, a decrease of the heart beat rhythm [1, 2] . This phenomenon, known as apnea of prematurity (AOP), is a consequence of the still underdeveloped brain and lungs, and is inversely related to the gestational age at birth [3, 4] . AOP may appear spontaneously, but it can also be provoked or become more severe when other pathologies -specially sepsis, i.e. a generalized infection-are present [5] . Regardless of their origin, sighs and respiratory pauses are the mechanism responsible for the variable manner in which the infants breathe during sleep. Typically, three different patterns can be identified: 1) Regular: quiet breathing with low variability in both amplitude and frequency. 2) Erratic: irregular breathing with high variability in both amplitude and frequency including several episodes of AOP. 3) Periodic: the alternation of pauses lasting a few seconds followed by several rapid and shallow breaths [6] .
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The continuous monitoring of breathing and cardiac frequencies are of crucial importance to an early intervention and avoid or palliate the associated risks with recurrent apnea-bradycardia [7, 8] . A large effort has also been done to predict bradycardia [9] and to detect sepsis from the analysis of heart rate series [10, 11] , but the respiratory signal has retained less attention. In the present work, breathing signals acquired in neonatal intensive care units (NICUs) are properly processed so that they can be further analyzed to add more insights about the pathological state of the premature infant. As raw signals, provided by abdominal strain gauges, are uncalibrated and cannot be used to study the air flow, they are converted to respiratory variability series (RVS). This data describes the respiratory rhythm by simply sequencing the time duration of breaths and holds interesting properties, such as long-range dependence [12] . This paper is organized as follows: Section 2 presents the database, composed by the breathing traces and clinicians' manual marks (or 'gold standard') and the framework to obtain clean signals. Section 3 describes the evaluation methodology as well as the performance of the detection methods. In Section 4, a demonstrative example to support the interest of the here-proposed framework is reported. Finally, a conclusion is drawn in the last section.
Material and Methods

Data selection
The breathing signals employed in this work have been selected from a larger database, collected at the University Hospital of Rennes (France), already involved in previous studies [11] . Therefore, the ensemble of the 51 preterm infants served to derive two cohorts with different purposes. The first one has been employed to examine the performances of the artifact rejection and cycle detection (Validation cohort), hence it needed to be labeled manually by an experienced clinician in order to establish the references to the automated processes. The remaining group (Testing cohort) provides data to illustrate the clinical example.
Breathing was recorded by abdominal strain gauges (Pneumotrace c , Morro Bay, USA), piezoelectric transducers responding linearly to changes in the circumference during respiration. Signals, originally sampled at F s = 400 Hz were subsequently down-sampled to 64 Hz (F r) after eliminating the frequency content above F r/2 by a low-pass filter (7th order Butterworth) to avoid aliasing.
Validation cohort
This group is constituted by five preterm infants 31.0 ± 1.6 weeks post-menstrual age (PMA) and 1.06 ± 0.29 kg of weight. The selection was performed visually by clinicians to ensure the inclusion of different breathing patterns. A Matlab program was purposely designed to facilitate the labeling procedure to the clinician. It consisted on marking intervals of ten seconds (W = 10 s) as clean (class 0) or artifacted (class 1) in a thirty-second sliding window. The ECG signal was also displayed to help the observer to make the decision. With this program, a total of 5167 marks (14.35 hours) were obtained, the 11.8% of them classified as artifacts.
In a second instance, artifact-free marked periods were used to build the references for the automatic detection of breathing cycles. Thirty minutes of clean breathing were randomly selected 2 per each infant and displayed by another custom-made Matlab tool, that allowed the clinician to visually annotate inspiration and exhalation time intervals. This procedure provided 7234 correctly identified cycles, equivalent to almost 2h30 of breathing.
Testing cohort
The second dataset is composed by a selection of sixteen infected (Sepsis) and sixteen noninfected infants (No-sepsis) paired by age, gender and weight criteria (see Table 1 ). The diagnostic of sepsis included the combination of an inflammatory response, i.e. C-reactive protein (CRP) > 5 mg/l 24 h after the recording and positive blood cultures. In non-infected infants, no inflammatory response was observed, i.e. a CRP < 5 mg/l 24 h after the recording and resulted in negative blood cultures.
Given the well-known dependence on maturation, comparing age-equivalent sick and healthy infants is mandatory in the investigation of septicemic processes [13] .
Sepsis
No-sepsis 2.14 ± 1.07 2.61 ± 0.64 Table 1 : Description of the testing cohort. There are no significant differences between the age and weight of infants and duration of records.
Methods
The processing framework to obtain RVS is composed by three blocks (see Figure 1 ): i) rejection of artifacted epochs involving gross body movements in raw signals by an automatic classifier based on logistic regression, ii) two-step filtering process, including band-pass and smoothing filters and iii) detection of the breath intervals in the clean data.
Artifact rejection
The study of the statistical distribution of the energy or root-mean square (RMS) in breathing signals is a common artifact detection criterion because in general, gross body movements induce higher amplitudes on the strain gauges. For instance, Motto et al. [14] applied this feature in breathing traces (both abdominal and thoracic) from 45 weeks PMA full term infants, employing a thresholding detector optimized by a Neyman-Pearson approach [15] that attained 89% for sensitivity and 88% for specificity. However, an energy-based threshold could be in some cases too restrictive due to the effect of deep breaths and impedance changes in the amplitudes. On the other hand, an artifacted component could account for an unexpected transient event or for a background activity, like muscle activity or noise. Thus, in view of the noisy A logistic function is then computed using X and a vector of regression coefficients (w w w), learned from the gold standard. The class probability p serves to reject the breathing excerpt if this exceeds the cut-off value, chosen according to a sensitivity/specificity pair. 2) Filtering: Artifact-free data is next filtered by a band-pass filtered and its power spectrum is estimated to find the main frequency, (Fm), necessary to find the parameters of the smoothing (Savitzky-Golay) filter. 3) Cycle detection: A peak detector governed by a threshold T h finds minima and maxima in the trace, i.e. the time instants of breaths that determine the RVS.
environments our breathing signals come from, an alternative criterion to detect the artifacts could be to measure the randomness of the traces by means of the entropy, as Mammone et al. [16] did in EEG signals by means of ICA and Renyi's entropy. Nevertheless, the erratic breathing patterns typical in preterm infants (see Figure 2 ) could be an inconvenient in entropy measures and lead the classifier to false positive detections. Therefore, a binary multi-variable model dealing with several breathing features is necessary. Among the numerous existing solutions, such as support vector machines or neural networks, we propose to employ a classifier based on logistic regression (LR) to discriminate between clean and noisy excerpts. LR is a straight-forward solution (see the appendix) providing good results in many biomedical data classification tasks [17] .
From the raw breathing signal, LR exploits a set of d = 14 features X ∈ R d , based both in time and frequency domains. These features are computed on an excerpt of duration T , that we subsequently call resp and correspond to:
• Time-domain: The absolute difference between the maximum and minimum value (M m), In view of the similarities between artifacts in regular patterns and erratic patterns, the main challenge of our detector is to discriminate correctly the artifacts.
the mean of resp divided by its maximum value (resp/M ), the standard deviation (Sd), the kurtosis (Kt), the maximum value of the first derivate of the excerpt (D1), its kurtosis (KD1) and the root mean squared value (RM S).
• Frequency-domain: the kurtosis of the power spectral density (KP SD) and the power computed in four different frequency bandwidths P B0 , P B1 , P B2 and P B3 . We also computed the main frequency (M f ) over a period T as:
• Entropy: The Shannon entropy (SEnt) in each excerpt computed as:
Other features were included to the model in a preliminary test (second derivative properties, number of zero-crossing, different frequency bands, etc.) but they did not improve significantly the model fit.
Band-pass and smoothing filters
As introduced before, respiratory signals in preterm infants breathing spontaneously have several peculiarities. Moreover, the notable influence of the technical artifacts present in the NICU, changes in body position and physiological events as apnea, sighs and swallows, increase the difficulty of determining appropriate filters and performing effective breath detections.
Hence, after rejecting the artifacts due to gross movements, the next step is to remove the baseline and the high frequency noise. This can be performed by a simple band-pass filter, a fourth-order Butterworth whose lower (F 1 ) and higher (F 2 ) cut-off frequencies were set respectively to 0.5 and 20 Hz. The latter was chosen to be high enough to preserve the shape of the breathing trace but not insomuch to avoid the presence of high frequency noise.
The second filter is used to smooth without distortion the signal so that cycle detection can be performed effectively. Smoothing is necessary to reduce small ripple due, for instance, to cardiac artifacts and other noise unfiltered in the previous step. This can be achieved by Savitzky-Golay (SG) filters [18] , specially recommended because they preserve the width and height of peaks of the original signal, which are usually flattened by classical moving average or FIR filters.
Respiratory cycle detection
Once the breathing signal has been cleaned and smoothed, the respiratory cycles (breaths) are recognized by an automatic detector. The duration of each breath is then expressed as an univariate, cycle dependent signal, i.e. the respiratory variability series.
The proposed breath-recognition algorithm takes advantage of the sinusoidal shape of the ventilatory profile to detect the beginning and end of individual breaths. Since a minimum corresponds to the minimal wall distention, it is directly related to the end of exhalation. Then, it is considered as the start-point of a respiratory cycle. Likewise, a maximum in the respiratory trace is reached when the lungs contain the tidal volume, so the time elapsed between minima and maxima defines the inspiration time (t i ), and conversely, the time between maxima and minima yields the exhalation time, t e (see Figure 3 ). Detection algorithms exploiting large slopes or high frequent content in signals (for example, the QRS complex in ECG) employ transformations such as the signal derivative or the dyadic wavelet transform, producing a feature in which peaks can be easily detected by thresholding [19, 20] . However, breathing signals are sinusoidal-like, non-impulsive signals where most of the spectral power is located in a lower frequency range, typically from 0.5 to 2 Hz in newborns. Consequently, a simple extrema detector seems to be a better solution that the mentioned strategies.
Thus, the proposed detection algorithm finds all extrema, that will be validated only if the relative difference between surrounding peaks exceeds a predefined threshold, th. The pseudocode is described in the following lines: The detection threshold th is obtained by the product of a descriptive statistic of the respiratory signal and a constant κ. The employed statistic was the inter-quartile range (IQR) of the breathing amplitudes because it constitutes a measure of dispersion excluding the 25% of extrema, so deep and shallow breaths are not taken into account in the detection.
Results
In this section, the artifact rejection and cycle detection are validated employing the two gold standards (5161 ten-second excerpts classified as clean/artifacted and 7234 correctly identified cycles) introduced in Section 2.1.1. Their performances, as well as the parameter tuning of the filtering module, are also described.
Automatic artifact rejection
Before computing the LR model, we first identified experimentally the bandwidths B 0 , B 1 , B 2 and B 3 where the powers P B0 , P B1 , P B2 and P B3 were maximum. Table 2 ). The remaining features did not contribute significantly to the model since they failed to reject the null hypothesis (p > 0.05). Table 2 : Results from fitting the LR model to the artifact detector. The estimated coefficients ( w) corresponding to the seven selected features plus the intercept, and the standard errors (SE) of the MLE are detailed. We also provide the z-statistics and p-values of the Wald test.
To see the efficacy of the artifact classifiers, receiver operating characteristic (ROC) curves (see Figure 4a ) are plotted using leave-one out cross-validation (LOOCV). In Figure 4b ) sensi-bilities, sensibilities and areas under curve are obtained using a logit cut-off value of 0.5, but to find a cost-effective point, we represent the mean of both measures as a function of c ( Figure  4c ) and select the intersection point (c = 0.165), that corresponds to a 86% sensitivity (Sn) and 86% specificity (Sp).
The less optimal values obtained with this detector (Sn = 86%-Sp = 86% against Sn = 89%-Sp = 89% in full-terms [14] ) are probably due to the complexity of the classification problem in more immature breathing patterns. Indeed, the less performing ROC curve corresponds to a patient having patterns predominantly erratic (a sample can be seen in Figure 2b ) whereas the best one contains more regular patterns. 
Band-pass and smoothing filter
The resulting signal, ignoring the artifact period, is then filtered by the band-pass and SavitzkyGolay filters. It is also used to estimate the main frequency F M in the power spectrum. This information, necessary to tune the second filter, was estimated by means of a 30th order Burg autoregressive model.
In SG filters, data is smoothed by applying local least-squares polynomial approximation. Applied to oversampled signals (all signals in the NICU are sampled at 400 Hz whereas respiratory oscillations are mainly about 1 Hz) corrupted by noise, SG filters match appropriately the original waveform with fitted polynomial slopes reducing high-frequency noise [21] .
Two parameters need to be chosen to apply this filter: the polynomial order (n) and the length of frame (m). To perform an optimal smoothing, it should be considered that n = 2 takes into account the curvature of the signals and n = 3 the inflection points. Larger values are unnecessary and n = 0 produces the same effect than a moving average filter. Generally, m needs to be larger than n. If m n the interpolation uses almost as many points as those contained in the original signal and no smoothing is produced.
After some tests, we found experimentally that an optimal filtering was obtained by fixing n = 2 and m = An example of a raw signal, first processed by the artifact detector and then by the filters, is shown in Figure 5 .
Performance of the cycle detector
Following the guidelines proposed by the Association for the Advancement of Medical Instrumentation [24] , the parameters used to evaluate the performance of the breath detection algorithm were based on the traditionally-employed measures for heart beat detectors. These were sensitivity and positive predictive value, +P , based upon the measures of true positives (T P ) and false positives (F P ) by the expression +P = T P/(T P + F P ).
The automatic detector was applied to the dataset having the cycles identified by the clinician, varying the threshold th multiplied by a coefficient κ from 0.05 to 1 in steps of 0.05. Since the measures of performance considered the number of correctly detected extrema, a peak was classified as valid if there was a match within the surrounding 10% of the cycle time with a manual label. Otherwise, it was counted as false positive. Figure 6 shows the results of the performances for thresholds based on the IQR, attaining Sn = Sp = 97% or Sp = +P = 97.7% depending on the cut-off point.
Clinical application: detection of infection
As the diagnosis of sepsis still needs blood culture -invasive, slow and low predictive in the earliest phases of infection [23] -, in last years it has been an increasing interest on alternative tools based on the analysis of biomedical signals. In this section we propose a linear analysis, employing standard statistical measures and a basic spectrum analysis, to assess the potential of RVS to detect sepsis. 
Selection of variables
The testing cohort was firstly preprocessed by the noise rejection algorithm, the filters and the cycle detection module. Clean respiratory variability time series t tot , t i , t e were then built to find differences between Sepsis and No-sepsis groups. A first comparison of the general descriptors of breathing could be done between groups. These descriptors reflect the temporal distribution and irregularity of breathing:
• Concerning cycles: The mean duration of cycle times (t tot ) in seconds and their standard deviations (σt tot ) to describe breathing variability were estimated. To describe the shape of breathing cycles, we computed the mean ratio of inspiration and exhalation times t i /t e .
• Concerning apnea: The average number of apneas (it is defined as a cessation of the ventilatory activity during at least 15 seconds), normalized in one hour (N ap ), their mean duration (D ap ) and their standard deviation (σ ap ) in seconds were computed.
Inspired by the spectral analysis of the heart beat ratio, we hypothesize that some system's control information may be obtained by investigating periodic components in the respiratory rhythm. In RVS spectrum, only data about the duration of cycles is processed and bias due to amplitude variations in breaths can be avoided. Indeed, temporal signals are directly measured from abdominal movements -uncalibrated and noisy-and a spectral analysis would not provide reliable information.
Therefore, we computed the power spectra using the Fast Fourier Transform (FFT) on RVS (see Figure 7) . To this end, the series were previously resampled-interpolated to obtain equidistantly time sampled signals at 2 Hz, as done traditionally with heart rate variability series [22] , dividing the range of frequencies into four components expressed as the percentage relative to the total spectral power:
• VLF, or very low frequency: defined from 0 to 0.05 Hz.
• LF, or low frequency: from 0.05 to 0.15 Hz.
• MF, or medium frequency: from 0.15 to 0.25 Hz.
• HF, or high frequency: from 0.25 to 0.60 Hz.
Note that the above frequencies have been chosen arbitrarily and the components are not equivalent to those typically studied for heart rate variability because of the different dynamics of breathing. 
Results and discussion
The results comparing the respiratory variables between healthy and infected patients are summarized in Table 3 . They show that Sepsis patients have in average slightly longer t tot , a higher number of apneas N ap , higher VLF and lower LF contents, although statistical tests did not find significance. On the other hand, the standard deviation of the cycle duration (σt tot ) was significantly higher, a fact that reveals more unstable breathing patterns in sick infants. Moreover, the mean duration of apneas, D ap , as its standard deviation, σ ap , are substantially longer.
Therefore, it can be stated that breathing in infected infants is, in general, more variable concerning the duration of breaths and characterized by longer episodes of apnea. Considering the relationships between apnea and bradycardia, these results are complementary to the findings related to cardiac variability, in which severe, unusual and recurrent bradycardias are documented in infected populations [11, 25] .
Conclusion
This paper proposes a new framework to process the raw breathing signals acquired in the NICU to obtain clean respiratory traces and their respective respiratory variability series. Despite the probability of including corrupted segments (or excluding good segments) is non-negligible, the detector can be adjusted by modifying the cut-off point c in the logistic regression classifier. If the subsequent application does not tolerate noise, such as certain nonlinear analyses of the temporal signal, c should maximize sensitivity at the cost of loosing useful information. Contrarily, applications more robust to noise and needing long records, could deal with lower sensitivities.
Because the normal development of respiratory controlling systems is associated with characteristic changes in linear and nonlinear measures, we proposed here the statistical characteristics of the breathing cycles, apneas and the spectra of RVS in relation with the infection. As expected, most of the measures obtained from our data (duration of breaths, apneas) confirmed their evolution in accordance to infection, evidencing functional and anatomical changes in the respiratory system. Indeed, linear parameters evidenced the existence of more irregular breathing cycles in sick infants, as well as longer apneas.
In conclusion, on our data sets, results were consistent to other reference works and should be useful to quantify preterm infants' maturity and the proposed detector becomes a powerful tools to obtain respiratory variability series, that can be analyzed by linear tools or nonlinear methods such as we already reported in [12] .
where w w w = [w 1 , .., w d ] is the vector of regression coefficients and w 0 is the intercept coefficient. In logistic regression, π i is expressed through a function called logit, of the form:
The inverse of the above expression, called logistic function, is expressed as: logit −1 (π i ) = 1 1 + e −(w 0 +w w wX i ) = g(X i , w w w).
An important characteristic of the logistic function is that it is bounded between 0 and 1, and thus, it can be used directly to model the probabilities of the possible outcomes:
P (Y = 1|w w w, X i ) = g(X i , w w w).
Given the set of N examples {X i , Y i }, the learning process aims at finding the best w w w, which is to maximize the conditional probabilities P (Y i |X i , w w w). This can be achieved by maximizing the log likelihood function:
Y i ln P (Y i = 1|X i , w w w) + (1 − Y i ) ln P (Y i = 0|X i , w w w).
The maximum likelihood estimate (MLE) gives the optimal coefficients, w w w, employed to estimate the probabilities, π i . It is found by a numerical optimization, a process that starts with a set of initial values and iterate according to a hill-climbing algorithm such as Newton-Raphson's method. Several approaches exist to assess the goodness of the fitted model. The principle of some of them is to estimate two models and compare the fits removing predictor variables from one of the two models. By doing this, the model having less variables (the most restrictive) fits less well, showing a lower log likelihood. The likelihood ratio test, for instance, compares the log likelihoods of the two models and if this difference is statistically significant, then the less restrictive model is chosen as it fits the data significantly better.
The Wald test approximates the likelihood ratio test but only requires estimating one model. Essentially, it tests the null hypothesis that a set of parameters is equal to some value, zero if some variable is removed. If the test fails to reject the null hypothesis, then removing the variables from the model does not harm the fit of that model significantly, because a predictor with a coefficient that is very small relative to its standard error does not generally contribute substantially predict the dependent variable. The contribution of a given coefficient w j to the model can be quantified by the z-statistic:
where SE is the standard error (an estimation of the standard deviation) of the estimated parameter. The decision of class membership given by the activation function is bounded by a cut-off value c, such that f ( π i ) > c assigns the predictive output value, y, to class 1, and f ( π i ) ≤ c assigns y to class 0. By default c = 0.5, but it can be adjusted to certain specificity or sensitivity specifications.
